Background
Cardiac magnetic resonance imaging (cMRI) is widely accepted as the non-invasive reference standard for an accurate and highly reproducible analysis of cardiac function and in vivo myocardial viability. Current guidelines have further strengthened the clinical role of cardiac MRI for a wide variety of myocardial and systemic disorders with a potential cardiac involvement [1, 2] . Thus, cardiac MR examinations are increasingly utilized in everyday practice. Currently, cardiac MR examinations are routinely performed in cylindrical MR tunnel systems with a field 
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strength of 1.5T. While in the recent years we have seen a trend towards higher field strengths, only after the implementation of advanced multi-source transmission systems can clinical cardiac MRI in cylindrical 3.0T systems be considered equivalent to 1.5T [3] . With the introduction of a "high-field open" (HFO) 1.0T MR platform with a high gradient performance, comprehensive cardiac MR imaging may for the first time be feasible using an open scanner design with image quality and examination speed comparable to 1.5T.
Thus, the purpose of our study was to perform an intraindividual comparison of standard MR imaging sequences acquired for the evaluation of cardiac morphology and tissue characterisation in a cylindrical 1.5T and an open 1.0T MR platform. Cine balanced steady-state free precession (B-SSFP), T1-weighted (T1-w) turbo spin echo (TSE), T1-w black blood (BB) gradient echo (GRE), and T2-w BB TSE sequences were evaluated with regard to 1) image quality, 2) amount of non-diagnostic myocardial segments as well as 3) signal-to-noise-ratio (SNR) at both field strengths and scanner designs in healthy volunteers. Additionally, contrast was assessed for multiphase B-SSFP sequences.
Material and Methods

Study population
The study population consisted of 15 healthy volunteers (5 male and 10 female, mean age of 34 years, range of 21-70 years; mean height of 170±7 cm, mean weight of 62±10 kg, range 50-83 kg, mean heart rate 65±7 bpm). None of the volunteers had a prior history of cardiac events, hypertension or other cardiovascular or pulmonary diseases. All volunteers presented with a normal baseline electrocardiogram (ECG) with sinus rhythm. Written informed consent was obtained from all subjects prior to study inclusion. The study was approved by the local medical ethics committee.
Sequence design and MR examination
All volunteers were examined both in an open Panorama HFO™ (Philips Healthcare, Best, The Netherlands, field strength 1.0Tesla, maximum gradient strength 28 mT/m, slew rate 120 T/m/s) and a cylindrical 1.5T MR system (Intera 1.5T, Philips Healthcare, Best, The Netherlands, field strength 1.5 Tesla, maximum gradient strength 30 mT/m, slew rate 150 T/m/s). Electrocardiographic gating was performed using a vector-ECG. At 1.0T, an 8-channel solenoid body coil, and at 1.5T, a dedicated 5-element cardiac-phased array coil was used. The setup in the open 1.0T system is depicted in Figure 1 .
The imaging time (defined as the time from the start of the first sequence to the end of the last sequence) and in-room time (defined as the time spent by the volunteer in the MR-suite) were recorded.
Four standard clinical imaging sequences used for characterisation of cardiac function and myocardial tissue were acquired in a 1.5T cylindrical MR scanner and compared to an analogous sequence protocol in the open MR platform.
The spatial resolution (voxel size) was identical at both field strengths. Functional cardiac MR imaging consisted of 2D multiphase (cine) B-SSFP sequences acquired in three short axial slices (SA: basal, mid-ventricular and apical) of the left ventricle (LV), according to the AHA recommendations (temporal resolution: 54 ms reconstructed to 27 ms with view sharing, i.e. 30 reconstructed heart phases). Myocardial tissue was characterised using a T1-w black blood-prepared segmented GRE sequence (T1-w BB GRE) and a T2-w black blood-prepared TSE sequence (T2-w BB TSE) as well as a T1-w TSE sequence without black blood preparation (T1-w TSE) in three LV SA slices. All sequences were acquired in end-expiration. Sequence parameters for both field strengths are summarized in Table 1 .
In order to allow SNR quantification, all SAs were automatically repeated with all RF excitations and gradients disabled ("noise" scans) after a few seconds with identical hardware and software settings (the so-called dynamic scans). No user interaction was required to perform the noise scan, and reconstruction of noise and image data was automatically performed without any sensitivity correction for the surface coils but with the same local coil combination on the commercial reconstruction hardware of the system.
Data analysis
MR images were transferred to a workstation with the use of a dedicated software application for interpretation and quantitative assessment (Philips View Forum with Cardiac Explorer, Philips Healthcare, Best, The Netherlands). All images were evaluated in consensus by two experienced radiologists (KF 8 years, OK 3 years of experience).
Signal-to-noise ratio (SNR), contrast and contrast-to-noise-ratio (CNR)
For all 4 sequences, SNR was calculated as follows: SNR=mean signal intensity (SI) of myocardium/standard deviation (SD) of noise. For each of the four sequences, regions of interest (ROI) were placed in corresponding sections of the interventricular septum in the mid-ventricular SA slice to obtain the mean SI of myocardium at both field strengths. To obtain SD of noise, a large ROI was placed in the "noise" scans in the region of the heart. In addition, for 
Visual assessment of overall image quality
Overall image quality was rated per sequence and per volunteer on an ordinal, 4-point scale: 1=severely impaired, non-diagnostic image quality with severe signal inhomogeneity, 2=moderately impaired image quality with pronounced signal inhomogeneity, however, with diagnostic image quality, 3=slightly impaired image quality with mild signal inhomogeneity and good diagnostic image quality, 4=excellent image quality with homogenous signal and excellent diagnostic image quality.
Visual assessment of artefacts
The presence of artefacts was assessed using an ordinal, 5-point scale (0=none, 1=minor, 2=moderate, 3=major, 4=non-diagnostic) for every sequence type and field strength. Furthermore, 16 segments were defined on the three SA slices according to the AHA recommendations [4] . The cardiac apex (segment 17) was not included as no long axis was acquired per protocol. Overall, 960 segments were evaluated per field strength. The location and total number of non-diagnostic myocardial segments was determined in a segment-based assessment according to the AHA's 16-segment model for both field strengths.
Tolerance assessment
After both examinations were completed, volunteers were again contacted and were asked identical sets of questions regarding feelings of anxiety, claustrophobia or discomfort during the examination both in the open and the cylindrical MR systems. Each of the aforementioned feelings was rated on a four-point, ordinal scale (1: none; 2: a little; 3: quite a bit; and 4: very anxious/claustrophobic/uncomfortable). Furthermore, they were questioned whether they would consider having such an exam again. To directly compare the two scanner types, the volunteers were asked to express if there was a preference for one of the designs with respect to scan comfort, space in the scanner and perceived safety of the procedure.
Statistical analysis
In all descriptive statistics, continuous variables are presented as arithmetic mean ±1 standard deviation; minimum and maximum values are given in parentheses.
For the assessment of statistical significance, Wilcoxon signed rank tests were performed. Differences were considered statistically significant with a p value <0.05. For statistical analysis, SPSS software, version 21 (Statistical Package for the Social Sciences; SPSS Inc., Chicago, IL) was used.
Results
The mean imaging time was 14±1 min (12-15 min) and 13±1 min (12-14 min), and in-room time was 23±1 min (22-24 min) and 23±1 min ( 
Signal-to-noise ratio (SNR) and contrast
The mean SNR values were significantly lower (p<0.001) in the open, 1.0 T scanner for all four sequences compared to the standard cylindrical 1.5T MR scanner ( 
Visual assessment of overall image quality
Image quality of all four sequence types did not show a statistically significant difference between the two scanner designs (p>0.05) ( Table 3) . 
Visual assessment of artefacts
For three (B-SSFP, T1-w BB GRE, T2-w BB TSE) of the four tested sequences, fewer artefacts occurred in the open MR platform, as compared to the standard cylindrical 1.5T MR system ( Table 4 ). The T1-w TSE sequence was the only sequence with slightly more artefacts in the open scanner (Table 4) . However, the difference in artefact occurrence for all four sequences was not statistically significant (p>0.05).
Non-diagnostic segments occurred primarily in the T2-w BB TSE sequence (5/240 segments, 2.0%) in the open 1.0T platform, with only one non-diagnostic segment for the T1-w BB GRE sequence (0.4%).
Using the cylindrical MR tunnel system, 8 of the 240 segments (3.3%) were non-diagnostic for the T2-w BB TSE, and 9 of the 240 segments (3.8%) were non-diagnostic for the T1-w, BB GRE sequence. The majority of non-diagnostic segments at both field strengths was detected in the basal SA slices (Figures 2-5 ).
Tolerance assessment
There was a statistically significant difference between volunteers' perceptions of anxiety, claustrophobia and discomfort between the scanner types in favour of the open 1.0T MR scanner: anxiety -(1.0T vs. 
Discussion
In an intraindividual comparison of an adult population our prospective study shows that standard cardiac MRI sequences at an HFO platform offer high image quality and excellent contrast that is comparable to sequences acquired in a cylindrical 1.5T MR scanner. Table 4 . Visual assessment of artifacts (0 = none; 4 = non-diagnostic) of standard unenhanced cine and tissue characterization sequences both at an HFO and a cylindrical 1.5T MR system. From a clinical viewpoint, truly open, non-tunnel MR systems offer advantages and thus are increasingly used for cardiovascular MR imaging in the clinical setting [6, 7] . It is well known that patients with claustrophobia or anxiety disorders often fail to complete an MRI examination in tunnel-type systems (incidence from 0.5 to 50%) [8] . Interestingly, recent data indicate that over 90% of patients, who quit an MRI scan in a conventional tunneltype MR machine, can be successfully examined in an open MR platform [9] . This observation is also reflected by our results. Even though we did not include any volunteers with known claustrophobia, the overall rating on comfort/ discomfort during the MR exams was clearly in favour of the open scanner design; one volunteer refused to repeat an exam in the tunnel MR scanner.
SNR
In excessively obese patients (WHO obese class II or higher), a patient group prone to cardiovascular disease, echocardiography -as the first line imaging modality in the cardiac work up, is not uncommonly inconclusive due to the limited echo window, and thus cardiac MRI is increasingly called for [10, 11] [14] , were able to show that the higher field strength, and consequently an increased SNR, allows for the implementation of parallel imaging (acceleration factor 2) to improve temporal (25 vs. 15 heart phases) or spatial resolution (in-plane resolution 2.2 vs. 3.5 mm) of multiphase B-SSFP cine sequences. However, it is noteworthy that the spatial resolution in both studies fails to comply with today's minimum requirements for cine B-SSFP sequences in the adult and child population [15] asking for an in-plane resolution of £1.5×3.0 mm or 2.0×1.5 mm, respectively, with a temporal resolution of £50 ms. At present, there exists only one other, although retrospective, study by Lu et al. [7] evaluating the clinical efficacy of cardiac MRI in an open 1.0T MR scanner in a paediatric patient population, in accordance with the current recommendations [7] . In contrast, our study prospectively assessed a state-of-the-art cardiac MRI protocol in an adult population by performing an intraindividual comparison of MR imaging in both a cylindrical as well as an open MR platform. All sequences used at a conventional 1.5T tunnel system were optimized for image contrast, spatial and temporal resolution, and used for both systems. Spatial (1×1×8 mm 3 ) and temporal (30 cardiac phases) resolution was kept constant for both scanners. The flip angle was adapted marginally to the field strength (55° for 1.0T vs. 50° for 1.5T) due to different T1 values with a difference of only 5 degrees; for that reason, its influence on contrast is negligible. TR/TE values of the B-SSFP sequence vary (20%) owing to the different gradient performance. Our data show that overall image quality of multiphase B-SSFP sequences as well as T1-and T2-weighted sequences acquired in an open 1.0T MR platform was high and without a statistically significant difference to an equivalent sequence in the 1.5T system. Artefacts, if present in multiphase cine B-SSFP sequences, were minor and none of the segments evaluated were non-diagnostic for both the open 1.0T and the cylindrical 1.5T MR system (artefact score 0.3±0.46 vs. 0.8±1.01, respectively), which is in agreement with previous studies conducted in conventional 1.5T tunnel systems [16, 17] . In contrast, the blackblood preparation used in T1-and T2-weighted imaging is prone to artefacts [18, 19] , typically arising in the basal and middle inferior as well as lateral left ventricular segments. They are caused by a signal loss due to reduced surface coil sensitivity with depth of field and also through-plane cardiac motion. In agreement with the literature, artefacts in our study occurred almost exclusively in the segments farthest away from the receiver coils, independent on the MR system configuration. Interestingly, the number of non-diagnostic segments was slightly higher for the cylindrical 1.5T [n=17/960 (1.8%)] than the open 1.0T MR system [n=6/960 (0.6%)] in our study. This difference could, however, be related to the overall small sample size of our study. Accordingly, Lu et al. [7] reported high image quality for black blood imaging as well as for cine imaging in 95% of paediatric patients. In three paediatric patients, there was a below-average image quality with cine imaging. This may be explained by the fact that the study sample comprised of young patients with congenital heart disease, with 6 patients under the age of 6, the youngest 4.5 years old, whereas our adult volunteers were healthy and able to easily collaborate. Additionally, the study by Lu et al. [7] does not offer a direct comparison of image quality with a cylindrical 1.5T MR system, which may have shown image quality to be equally impaired in the respective patients. Previous studies have stressed the importance of a reliable homogeneity of the static magnetic field (B 0 ) and gradient fields [3, 16, 20] . As, in general, artefacts increase proportionally with the rising magnetic field strength, the transition from a 1.5T to a 1.0T scanner is expected to benefit the overall image quality, as shown in our study [16, 17, 20] . The change from a tunnel to an open-magnet design also needs to be considered. There is a small difference in the homogeneity of the B 0 -field (0.1 ppm) for the open system versus that of the tunnel system (0.07 ppm) (V-RMS values for a 30 cm sphere). A patient-adapted additional shim procedure (integrated in the sequence preparation phase) was used to improve the homogeneity within the field of view. The results for the B-SSFP sequence show that the B 0 homogeneity in the open design is more than sufficient.
The measured SNR values in the present study showed a large and surprising difference between the 1.0T-and the 1.5T-system (average factor of 2.5), as the anticipated signal loss was roughly in the range of 30 percent. A cause for the rather large SNR disparity could be the difference in coil hardware. The best available coil setting was used for data acquisition at both field strengths. At 1.5T, the dedicated 5-element cardiac coil was utilized with two flexible elements in the front, directly positioned onto the chest wall, in close proximity to the heart. In contrast, no dedicated cardiac coil exists for the 1.0T MR platform so far. Thus, a rigid, 8-element body coil was used with coil elements at a considerable distance from the thoracic wall. In addition, the visible FOV of the body coil was much larger than the FOV of the cardiac coil, incorporating a significant amount of additional noise in the acquisition, which again impedes SNR values. In principle, it has been reported that the vertically oriented B 0 -field has advantages regarding the SNR, since it allows for the implementation of the so-called solenoid coils [21] . Most of the elements of solenoid coils enclose the object, whereas the elements of a coil used in a cylindrical MR system form loops at the surface of the object. Due to a higher filling factor, these enclosing coil elements generally offer a better SNR [21, 22] . Ham et al. reported that the SNR of a 1.0T vertical field system is comparable to a 1.5T horizontal field system, if differences in hardware (gradients, RF-system, RF coil) or in software can be neglected [23] . However, it is noteworthy that, according to the Rose model on the relationship between background noise and detectable spatial resolution, the minimum SNR value of ³4 per voxel is required in order to differentiate a single voxel from the background noise [24] . Considering the absolute SNR values obtained in our study, even the minimal SNR value (=12 for B-SSFP) at 1.0T is three times larger than this SNR limit.
Besides a sufficient SNR, a good contrast between the LV blood pool and the myocardium is a prerequisite for consistent endocardial border delineation without contrast agents [25] . Even though, in correlation with SNR values, CNR was statistically significantly higher for the cylindrical 1.5T system (73±21) than for the open MR platform (29±4) (p<0.001) in our study, the contrast of the cine B-SSFP sequence (0.685±0.41) acquired at the open MR platform was statistically significantly higher than for the cylindrical MR system (0.611±0.54, p <0.001). Thus, both scanner designs and field strengths allow for robust image segmentation as well as a reliable detection of wall motion abnormalities.
Limitations
Due to the limited coil portfolio for the open MR platform, a general body coil was used for cardiac imaging. The application of a dedicated cardiac coil is expected to generate a higher SNR, which is beneficial if higher acceleration factors in parallel imaging are employed. Furthermore, we are aware of the fact that image quality in volunteers tends to be better than in physically compromised patients, and that the study was performed with a limited number of subjects. However, as we directly compared image quality for both scanner types instead of assessing absolute image quality at the open 1.0T MR system alone, this should also be reflected in the clinical practice in patients. Further studies are needed to evaluate the performance of comprehensive cardiac MRI exams including contrast-enhanced sequences, such as perfusion studies and delayed enhancement imaging.
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